SOLUTION CHANGE

WASHINGTON COUNTY
SHERIFF'S OFFICE
DATAMASTER dmt: 106406

pDate: 06/01/2021

OPERATOR NAME:
CORY 1 HURLBURT
Permit #: 37017

Operator Agency/Dept: WASHINGTON COQ. S0

Reference Standard #: 21100
Nominal = 0.10 g/210L

BLANK TEST 0.00
INTERNAL STANDARD VERLIFIED
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c¢
REFERENCE STANDARD 0.10
BLANK TEST 0.00
REFERENCE STANDARD TEMP 34.00c¢c
REFERENCE STANDARD 0.10
BLANK TEST 0.00

&7 (

08:58
08:58

08:59

09:00

09:00
09:01

09:01
09:02

.20 ; 7 : 40.0
Alcohol (g/21GL)
.18+ ----- Flow Rate({L/M) 36.0
1 : f 32.0
| I A ; ; 28,0
12}~ i § 24,0
.10 (,- 20.0
.08 16.0
.08 12.0
.04 8.0
AV [ ettt St RS St S S RS S 4.0
.00l : ! 0.0
0 5 10 15 0 25 30
0.20 : : ; ; 40.0
Alcohol (g/210L)
.18+ ----- Flow Rate({L/M) 36.0
1 32.0
.14 28.0
Ry . e 24.0
T PO S 20.0
.08 16.0
.06 12.0
.04 3.0
.02 . ‘:.‘.‘%." “““ T T Tt crrarrecnanrrs cnr e nasmare et s cmeremtren e emeoemteaasas e nsesaanser e reneerepeat s rmrerares 4.0
0.c0 : : : 0.0
0 5 i 15 20 25 30
0.20 : : : 40,0
Alcohol (g/210L)
.164-{----- Flow Rate(L/M) 36.0
O e F OOy SO SO0 PO O TR OF 4SOOIV SRS SO 32.0
{28.0
R R S 24.0
_10 ....................... 20'0
0Bt e ~[L6.0
06 2.0
L 0d|f 8.0
Ky DSttt el oty 4.0
. 00l ? i % .0
5 10 15 20 25 30



